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Abstract. The geosynchronous-imaging Fourier transform spectrometer (GIFTS) engineering 
demonstration unit (EDU) is an imaging infrared spectrometer designed for atmospheric 
soundings. It measures the infrared spectrum in two spectral bands (14.6 to 8.8 pm, 6.0 to 4.4 
pm) using two 128x128 detector arrays with a spectral resolution of 0.57 cm' 1 with a scan 
duration of ~1 1 seconds. From a geosynchronous orbit, the instrument will have the capability 
of taking successive measurements of such data to scan desired regions of the globe, from 
which atmospheric status, cloud parameters, wind field profiles, and other derived products 
can be retrieved. The GIFTS EDU provides a flexible and accurate testbed for the new 
challenges of the emerging hyperspectral era. The EDU ground-based measurement 
experiment, held in Logan, Utah during September 2006, demonstrated its extensive 
capabilities and potential for geosynchronous and other applications (e.g.. Earth observing 
environmental measurements). This paper addresses the experiment objectives and overall 
performance of the sensor system with a focus on the GIFTS EDU imaging capability and 
proof of the GIFTS measurement concept. 
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1 INTRODUCTION 

Severe weather (e.g., hurricanes, tornadoes, floods, ice storms, etc.) impacts our daily lives. 
An accurate weather forecast is needed now more than ever for planning daily activities and 
for optimizing the preparation for the onset of life-threatening and property-damaging 
weather (e.g., a hurricane landfall). The improvement of weather prediction requires high 


resolution temporal and spatial measurements of temperature, moisture, and wind profiles. 
High density and timely thermodynamic profile measurements are needed to forecast where 
and when severe convective storms will form before they are visible on radar or in satellite 
cloud imagery. Quasi-continuous measurements of the moisture flux are needed for timely 
forecasts of storm intensity changes. Atmospheric wind profiles are needed to predict the 
storm’s trajectory, and in the case of tropical storms and hurricanes, their landfall location and 
time. Based on these considerations, the GIFTS measurement concept [1] has been developed 
within the reach of new technologies for improving weather prediction accuracy. 

Current and future planned satellite sensors, such as the Atmospheric InfraRed Sounder 
(AIRS) on the AQUA satellite since May 2002 f http ://disc . sci. gsfc . nasa, go v/AIRSI , the 
Interferometer Atmospheric Sounding Instrument (IASI) on the METOP satellite launched in 
October 2006 r http://smsc. cnes.fr/IASI1 , and the Cross-track Infrared Sounder (CrIS) on the 
future NPP (2008) and NPOESS (2012) satellites r http://www.ipo.noaa. gov/ 1, are attempting 
to fulfill the observational needs for accurate weather prediction. Valuable data obtained from 
the AIRS measurements have already shown the benefits of hyperspectral data. The GIFTS 
measurement concept r http://gifls-d. Iarc.nasa.gov/index.html 1 takes advantage of the 
geostationary satellite, an imaging Fourier transform spectrometer with large Longwave 
Infrared (LWIR) and Short/Midwave Infrared (SMWIR) focal plane detector arrays, and a 
near-infrared, band-filtered camera to revolutionize the spatial, spectral, and temporal 
observation of atmospheric conditions [2,3]. The imaging FTS concept was initially 
developed in the early 1970’s. A patent on the imaging concept idea was awarded to A. E. 
Potter in 1972 [4]. A fieldable system was developed by Stewart Radiance Laboratory (SRL) 
and utilized to collect atmospheric and earth background data from balloons in 1970’s [5]. 
Other spectral imaging system utilizing focal plane array (FPA) detectors have been 
published previously [6,7]. 

The GIFTS EDU utilizes the advantages of cryogenic FTS technology developed by SRL 
and Space Dynamics Laboratory (SDL) to improve sensitivity and calibration stability [8]. 
The EDU has undergone a series of thermal vacuum tests followed by an extensive 
calibration phase. The success of the GIFTS EDU is not only critical to the GIFTS program 
itself but also for a demonstration of the new technologies (e.g., large area format LWIR FPA 
and high speed detector readout electronics, mini-pulse tube cooler, lightweight carbon 
composite optics, long lifetime precision laser, etc.) incorporated in the EDU. NASA and 
NOAA funded the completion and calibration of the GIFTS EDU as an important risk 
reduction effort for future programs. After all thermal vacuum tests and calibration 
experiments were completed in the summer 2006, a ground-based GIFTS EDU measurement 
experiment was conducted during September 2006 to collect the real atmospheric, lunar, and 
mountain-sky data needed to characterize and demonstrate the sensor system. This 
experiment is critical in demonstrating the capabilities of the instrument, its calibration, and 
its associated data processing procedures including the retrieval of scientific products. An 
overview of this experiment is presented with some preliminary analyses to illustrate that a 
successful experiment has been achieved and to reveal the GIFTS sensor system and 
measurement concept. 

2 GIFTS EDU INSTRUMENTATION 

The original flight instrument consisted of two subsystems: the sensor module built by SDL 
containing all the optics and control and data acquisition electronics, and the control module 
which was to be built by NASA Langley Research Center containing spacecraft interface 
electronics and payload control. Some elements were eliminated for the EDU. A detailed 
description of the GIFTS EDU instrumentation is provided by Elwell et al. [9]. The major 
components of the GIFTS engineering demonstration unit are shown in Figure 1. A diagram 
of the optical system is shown in Figure 2. The pointing mirror and off-axis telescope (Ml, 


M2, and M3) are made of high thermal conductivity silicon carbide to minimize solar 
radiation effects and reduce mass. The telescope baffle cover, which would provide a 
contamination seal for the optics during launch, orbital insertion and extended thruster firings, 
was not implemented in the EDU. The two-axis scene selection mirror, although not 
implemented in the EDU, is specified to provide a field-of-regard (FOR) of ±12.9° in both the 
cross and vertical Earth directions, allowing clear space views on all sides of the globe. 
Information on other sub-systems, such as Laser metrology, Fourier transform spectrometer 
(FTS), telescope and relay optics, aft optics/electronics, mechanical cooler, visible camera, 
and on-board calibration sources, are described and found in Elwell et al. [9]. The GIFTS 
sensor is an imaging FTS with programmable spectral resolution and spatial scene selection. 
The GIFTS measurement concept can improve atmospheric-thermodynamic parameter 
sounding and/or imaging from geosynchronous orbit in several areas, such as faster area 
coverage and higher spatial and spectral resolution, to meet GIFTS scientific measurement 
objectives [3,10]. The GIFTS EDU calibration involves characterizing the sensor in several 
domains including the sensor’s radiometric, spectral, spatial, temporal, and polarization 
responsivities [11]. Two primary calibration sources were used during calibration of the 
GIFTS EDU: the second multifunction infrared calibrator (MIC2) and the 15-inch High 
Accuracy Extended Source (HAES-15) [12-14]. These sources can be attached to the GIFTS 
thermal vacuum test chamber and, when attached, share a common vacuum. Details are 
documented elsewhere [14,15]. 
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Fig. 1. Major GIFTS EDU components. 


Engineering and calibration testing produced data that was used to assess sensor 
performance. These results indicated that EDU requirements have been achieved [10,15]. 
Specifically, the spectral performance is consistent with expectations based on the design and 
performance predictions of the sensor; an overall end-to-end analysis on the spectral 
calibration was made by Tobin et al. [16] for all pixels of both the LWIR and SMWIR 
detector bands. The GIFTS EDU noise performance, as measured during thermal vacuum 
testing, was analyzed by Cantwell et al. [15] and Taylor et al. [17] indicating that threshold 
performance has been realized, and the goal performance (or better) has been achieved over 
much of the LWIR and SMWIR spectral bands. 



Fig. 2. A conceptual optical system ray trace for the GIFTS sensor. 


3 GIFTS EDU GROUND-BASED MEASUREMENT EXPERIMENT 

The primary objectives of this experiment are to assess instrumental performance, to produce 
measured spectral radiance data utilizing the GIFTS EDU, to retrieve atmospheric conditions 
from the radiance data, and to validate the GIFTS EDU data products at all stages with 
ancillary data collected coincidently. A secondary objective was to demonstrate the capability 
of monitoring atmospheric spatial and temporal variations, an important aspect of the GIFTS 
measurement concept. In addition, a series of events was planned to characterize the sensor 
system such as the presence and levels of vibration and optical jitter, and their affect on 
system performance and data products. 

3.1 Experiment objectives and setup 

A series of 8 science and engineering data collection events was carefully planned to achieve 
the previously defined objectives of this experiment. The events included a Cross-Check 
Event (CCE), a Moon Viewing Event (MVE), a Moon Tracking Event (MTE), an 
Atmospheric Variation Event (AVE), an Outgas Monitoring Event (OME), a Moon-tracking 
and Sky-viewing Event (MSE), a Vibration Test Event (VTE), and a Jitter Test Event (JTE). 
Each event had its own objectives that are briefly described in Table 1. For each event, also 
shown are dates indicating when each experiment was performed. All of these planned events 
were successfully performed. Quick look displays for the GIFTS EDU and two Atmospheric 
Emitted Radiance Interferometer (AERI) instruments provided on-site scientists and 
engineers real time feed back to ensure the success of the experiment. 

In order to provide absolute calibration cross checks for validation of the GIFTS EDU 
measurements of downwelling atmospheric radiance, the University of Wisconsin’s 
AERIbago was brought to the SDL to obtain comparative measurements with the AERI that 
have proven track records for the application [18,19]. Details of the complete AERIbago 
measurement capabilities can be found on the web http://cimss.ssec.wisc.edu/AERIbago . The 
AERIbago is a mobile laboratory containing a suite of meteorological instrumentation 
including an AERI, a Global Positioning System (GPS), a Vaisala GPS capable RS-92 
rawinsonde launch capability, a Vaisala surface meteorological station, and a Vaisala 
ceilometer. Two AERI instruments operated simultaneously during the GIFTS EDU ground- 





based measurement experiment: (1) one aligned with the GIFTS EDU field of view to less 
than approximately 3 degrees constant offset to view the sky using the same external pointing 
mirror used by the GIFTS EDU, and (2) one which does not use this external pointing mirror 
to directly view skyward toward the zenith direction as viewed by the GIFTS EDU via the 
external scene mirror. The AER1 has about the same field of view as the field of regard of the 
GIFTS EDU and can be used to account for the effects of the thermal vacuum chamber 
window and external scene pointing mirror on the absolute radiometric calibration of the 
GIFTS EDU. Figure 3 illustrates the setup of the GIFTS EDU chamber, AERIbago, AERI-05, 
and the external scene mirror. 


Table 1. GIFTS EDU ground-base experiment events, major objectives, and data collection dates. 


Event 

Major Objectives 

Date Performed 

CCE 

To compare the two sets of AERI measurements permitting a 
characterization of the spectral reflectance properties of the scene mirror. 
The external scene mirror aligned AERI-05 and GIFTS EDU 
measurements provide comparative data that are used to assess the 
spectral transmittance properties of the GIFTS EDU thermal vacuum 
chamber window (ZnSe) and optical path characteristics between the 
window and the GIFTS EDU external scene mirror. 

5 Sept. 2006 

6 Sept. 2006 
25 Sept. 2006 

MVE 

To obtain high quality images of the Moon throughout GIFTS EDU 
spectral channels while the Moon moves across the GIFTS EDU field of 
regard with a spectral resolution of 9.2 cm" 1 , and to demonstrate GIFTS 
imaging capability. 

12 Sept. 2006 

MTE 

To obtain high quality images of the Moon throughout GIFTS EDU 
spectral channels (with a high spectral resolution of 0.57 cm" 1 ) while 
tracking the Moon with the GIFTS EDU field of regard, and to 
demonstrate GIFTS imaging capability. 

1 1 Sept. 2006 

AVE 

To capture atmospheric temporal variation during dawn and/or dusk to 
monitor atmospheric diurnal variation when the atmospheric temperature 
gradient is often most obvious. The sensor performance (e.g., noise 
level) and capability (e.g., spectral coverage and resolution) are revealed 
through the temperature and moisture retrievals. 

13 Sept. 2006 

OME 

To monitor both temporal and spatial variations of the atmosphere with 
the GIFTS EDU when Sulfur Hexafluoride (SF 6 ) gas is released in the 
near field. 

18 Sept. 2006 

MSE 

To collect sky and moon data in the variable integration, variable frame 
mode of operation (i.e.. Laser reference controlled, OPD position and 
interval sampling), to improve data sampling and understand how well 
simple integration time/offset normalization and linearity correction 
algorithms work for two different scenes with different spectral content 
and different levels in the dynamic range for reducing sampling 
error/noise due to vibration induced velocity variations of the 
interferometer scanning mirror. 

13 Sept. 2006 

VTE 

To determine the differences in the spectral data and noise characteristics 
with and without known vibration sources and demonstrate that excellent 
performance of the interferometer is achieved under typical, but limited, 
vibration conditions of known levels. 

18 Sept. 2006 
25 Sept. 2006 

JTE 

To determine the optical and pointing jitter characteristics of the sensor 
and to demonstrate imaging capability. The objectives are to determine 
effects of discrete frequency jitters on the spectra and the overall affects 
of jitter in the spatial image at sharp edges in a stable scene. 

28 Sept. 2006 

29 Sept. 2006 
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Fig. 3. GIFTS EDU ground-based measurement experiment setup (not to scale) 
illustrating that GIFTS EDU, AERI-05, and AERI (bago) are lined up as close as 
possible to measure the same atmospheric conditions. 

Prior to the science data collection, the GIFTS EDU was checked out and made ready to 
collect quantified science data. Since this was a ground-based experiment, a Zinc Selenide 
(ZnSe) window was used to keep the GIFTS EDU under a space-simulated thermal vacuum 
condition in a chamber. This window is not needed when GIFTS is in space. Calibration data 
of the FTS sensor viewing through the ZnSe window were collected and analyzed prior to the 
science data collection events; these data are to be used to calibrate GIFTS including the 
window and understand the window effects on the sensor performance relevant to the science 
data. A very important part of the preparation was to obtain the absolute spectral radiance 
responsivity for each detector pixel for application to measured atmospheric spatial scenes. 
This was accomplished by interfacing and sealing the precision HAES, extended black body 
calibration sources to the window and performing measurements at several blackbody 
temperatures allowing comparison of HAES data to GIFTS EDU internal calibration source 
measurements. The comparison provides a basis for deriving spectral responsivity corrections 
for the internal source calibrations to account for optical path component differences between 
internal and external calibration sources. AERIbago facilities (including the radiosonde 
launch system) were checked out after arrival at the measurement site in Logan, Utah. AERI 
stand-alone measurements (under thin cirrus cloud conditions) coordinated with a radiosonde 
launch were conducted to verify the readiness of the AERIbago, the AERI-05, and the 
radiosonde launch systems. Both AERI radiances were compared with radiosonde-simulated 
radiances. 

3.2 Radiometric inter-comparison 

Observations with both GIFTS EDU and AERI-05 were obtained during the Cross Check 
Event with the atmosphere as a source similar to measurements from space. Preliminary 
radiometric inter-comparison between the GIFTS and AERI was made by Revercomb et al. 
[20]. Figure 4 shows an example of some initial results obtained from the field measurements 
with GIFTS LWIR band. The GIFTS observed near-zenith radiance spectrum (red) is 
compared to the near-zenith AERI radiance spectrum (black) as observed simultaneously on 6 
September 2006. The spectra have been interpolated and performed rigorously given the 
Nyquist sampling inherent in FTS observations to show the detailed line shapes. This 



comparison is just for one of the GIFTS pixels, and is considered to be preliminary without 
the implementation of correction for detector/digital readout nonlinearity. The AERI provides 
just one 32 rnrad view to zenith, while the GIFTS provides 16,384 views, each with a 0.1 1 mrad 
field of view. AERI provides a well known radiance reference with a calibration accuracy of 
better than 1% of ambient radiance (3-sigma) [18,19]. This initial radiometric inter-comparison 
and good agreement between the spectral data from GIFTS EDU and the AERI-05 sensors is 
clearly shown and encouraging. Similar results from the SMWIR band were also obtained 
[20]. The results demonstrate that the instrument, as designed and fabricated, meets the 
demanding radiometric and spectral measurement requirements. The spectral integrity and the 
excellent sensitivity at high spatial and temporal resolution of the GIFTS data are evident. 



Wavenumber (cm -1 ) 

Fig. 4. Comparison of GIFTS zenith spectrum (red) to AERI-05 (black) from a 

Cross-Check Event on 6 September 2006 (after Revercomb et al. [20]; see text). 

3.3 Spectral imaging capability 

One of the fundamental advantages of the GIFTS concept is illustrated by the spectral images 
shown in Video 1, an example of the lunar/atmospheric images obtained with two GIFTS 
infrared detector arrays indicating that the lunar/atmosphere image is a function of 
wavenumber. Lunar and sky measurements were obtained during the GIFTS ground-based 
measurement experiment; the Moon Tracking Event (MTE) was conducted on 1 1 September 
2006. 

The major objective was to obtain high quality images of the moon throughout GIFTS 
EDU spectral channels at the highest spectral resolution of 0.57 cm" 1 while tracking the moon 
so as to demonstrate the GIFTS hyperspectral resolution imaging capability (Table 1). The 
measurements occurred at approximately 4:52 a.m. Mountain Daylight Time (MDT), 11 
September 2006, in North Logan, Utah. The radiance spectra observed by detector elements 
viewing the warm lunar surface (e.g., the red spectrum) are similar in spectral character to 
those that will be obtained by GIFTS viewing the Earth from orbit. The radiance spectra 
observed by detector elements viewing the cold space background (e.g., the blue spectrum) 
are inverted relative to those observed by GIFTS viewing the warm lunar surface background 
(i.e., the red spectrum). In spectral regions where the atmosphere is a very strong 
absorber/emitter, one sees little difference between the lunar and cold space background 
views. It is worthwhile to mention that the video uses only one data cube. In other words, a 
three-dimensional (3-d) variation (i.e., 2-d in spatial and 1-d in spectral variation) of 
atmosphere and lunar surface was captured with one scan (~11 seconds). The power of the 
GIFTS concept of hyperspectral information at each spatial location in the image is 
illustrated. 
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Video 1. Illustrations of lunar and atmospheric measurements provided by the 
GIFTS EDU on 1 1 September 2006 - a demonstration of the GIFTS imaging 
spectrometer measurement ability (AVI, 109 MB). 


3.4 Image-tracking capability 

Furthermore, GIFTS is a geostationary imaging spectrometer, providing radiance 
observations in four dimensions (i.e., 2-d in horizontal-spatial, 1-d in spectral variation, and 
1-d in temporal variation). The revolutionary aspect of GIFTS is that it provides access to the 
vertical dimension of the wind field with more accurate altitude assignment than possible 
with current systems [1-3]. With the 4 th dimension of temporal variation, the vertical profiles 
of wind velocity can be achieved by tracking the movement of small-scale, non-condensed 
moisture features retrieved with first 3-d atmospheric variations. An algorithm to derive 
altitude-resolved atmospheric motion vectors (AMV) is being developed and evaluated using 
simulated GIFTS instrument data [21]. A detailed description of this algorithm is found in 
Velden et al. [22]. As the GIFTS is designed for geosynchronous orbit, the field of view from 
the ground to monitor moisture variation is limited. To demonstrate GIFTS 4-d observation 
ability with the GIFTS EDU on the ground, an experiment called Outgas Monitoring Event 
(OME) is designed to monitor both temporal and spatial variations of the atmosphere with the 
GIFTS EDU when Sulfur Hexafluoride (SF 6 ) gas is released in the near field. 

The experiment was conducted on 18 September 2006, at approximately 5:30 p.m. MDT. 
The SF 6 gas was released at a flow rate of 5 Liters/min from a quarter inch pipe. The GIFTS 
EDU was at a distance of ~70 ft from the pipe where the GIFTS field of view about lxl ft 2 
was provided. The spectral signature of SF 6 gas emission was clearly evident as detected by 
both GIFTS and AERI. Figure 5 shows the spectra collected by two different GIFTS LWIR 
pixels at the same time (i.e., scan 7 of Video 2). The difference shows the atmospheric 
variation from pixel to pixel (i.e., location to location) contributed mainly by the non-uniform 
distribution of SF 6 emissions in the GIFTS FOV with a minor contribution from a non- 
uniform atmospheric thermal distribution. 

During this experiment, a set of 35-consective scans with a high spectral resolution (0.57 
cm" 1 ; with a scan duration of ~11 sec.), SF 6 gas was released from the top of the images 
shown in Video 2 during scans 6-30. The spatial, spectral, and temporal distributions of SF 6 
infrared emissions were evidently captured by the GIFTS EDU demonstrating GIFTS 
observation concepts such as moisture traced wind measurements. Video 2 shows the spatial 





and temporal distribution of SF 6 infrared emissions integrated in a spectral region of 925-951 
cm" 1 . 



Fig. 5. Non-uniform distribution of SF 6 emissions indicated mainly in the spectral 
region of 900-1100 cm' 1 was captured by the GIFTS EDU with a minor contribution 
from a non-unifonn atmospheric thermal distribution. 
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Video 2. Illustrations of SF 6 outgas measurements provided by the GIFTS EDU on 
18 September 2006 - a demonstration of the GIFTS image tracking ability (AVI, 5.8 

MB). 


4 CONCLUSION 

The GIFTS new technologies have been integrated into the GIFTS EDU. The GIFTS EDU 
ground-based measurement experiment was carefully planned and successfully conducted. 
The GIFTS measurement capabilities and proof of concept were successfully demonstrated 
with the data collected during ground-based measurements and the thermal-vacuum 
performance and calibration tests. Preliminary analyses of atmospheric science data validate 
the GIFTS design and capability to provide science data from a space -borne system. Further 
data analyses will improve our understanding of the measurement characteristics of the 
GIFTS EDU so as to provide information needed to optimize the sensor design and allow the 
construction of a high-performance, low-risk, and space flight GIFTS instrument. It also 
provides a great risk reduction effort for any other instruments similar to GIFTS EDU. 
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